A study of optimization of the complex hyperbolic secant inversion pulses.
The conjugate gradient method is used to optimize the inversion slice profile produced by complex hyperbolic secant selective pulses. An improved quality is obtained for the inversion slice profile at a price, however, of a lower immunity to the amplitude variation of radiofrequency pulses.